Abstract
Background
Although bariatric surgery procedures effectively treat morbid obesity and reduce rates of long-term obesity-related complications [1, 2] , weight regain might occur in up to 20% of all patients. Among a multitude of possible factors associated with weight regain, gastric outlet dilation occurs when its diameter exceeds 14-20 mm, ultimately leading patients back to obesity [3] . Although outlet measurement is an essential step in defining a therapeutic plan, to our knowledge there are no previous studies evaluating the reliability associated with different measurement alternatives.
A number of therapeutic options have been developed to reduce the anastomotic diameter, including endoscopic suturing devices and gastrojejunostomy [4] [5] [6] . Abnormal anatomical findings are found in 71.2% of all patients, 58.9% of which have a dilated anastomosis, 28.8% present a dilated pouch, and 12.3% with both conditions [7] .
Currently, there seems to be no consensus on how to best measure anastomosis diameter. Devices designed to measure [8, 9] no consensus exists on which differences might exist when different measurement tools might be used. In addition, grasper-type forceps are both expensive and hard to find in developing countries.
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The objective of this study was therefore to validate a novel, efficient and inexpensive method to measure gastric outlet diameter, evaluating its agreement reliability.
Methods
Ethics
This prospective study was approved by the Institutional Review Board of the Hospital Beneficiencia of São José do Rio Preto. Informed consent was obtained by all participants prior to the implementation of any study protocol.
Cases and measurement
All patients were consecutively recruited through the Digestive Endoscopy Service of the Kaiser Clinic, Brazil. Patients were included if they had undergone gastric bypass surgery with or without a Fobi band. The endoscopic procedure was conducted as a routine exam which is part of our postoperative protocol and regardless of existing symptoms. Patients were excluded if they had been found to have a gastrojejunostomy stenosis or a slipped ring.
After sedation, an upper endoscopic procedure was conducted by an expert endoscopist using an Olympus CV-180 or 160 endoscope (Olympus, Tokyo, Japan). All measurements were recorded in high-definition. All patient identifiers were stripped from the video in order to ensure patient confidentiality.
The anastomosis diameter was initially measured through an articulated device for anastomosis scouting with distal markings at every 0.2 mm by 0.2 mm (Fig. 1). A second measurement was then conducted with the experimental guidewire, custom manufactured from a Wire Guide Hydra Jagwire (Boston Scientific) with a hydrophilic flexible tip painted in black and additional black stripes every 0.5 mm.
A total of 35 videos from endoscopic exams conducted on 35 patients were rated by four raters, two expert endoscopists and two clinicians in training.
Data analysis
We started the analysis with a graphical exploration of the sample data, evaluating means and standard deviation for numeric variables, as well as frequencies and percentages for categorical variables. Numeric variables were also evaluated for their distribution and extreme values. The association across ratings was further evaluated through a correlation graphic. Intra-class correlation coefficients were used to evaluate the inter-rater reliability of ratings between novice and expert raters, standard and guidewire, and combinations among the previous categories. Finally, a Bland-Altman plot was used to assess the agreement reliability comparing experts and novice raters.
Results
No injuries or complications occurred during any of the measurements. Patients' average age was 38.46 ± 10.61, with 77.14% (n = 27) of them being women. When visually inspecting the correlation among different raters, there was a higher correlation in ratings within experts as well as within novice raters. In addition, the agreement using the guidewire and the gold standard made by the same rater were higher than across other raters (Figs. 2, 3) .
Overall agreement measured through intra-class correlation coefficients for the gold standard was 0.84 (p < 0.01) and 0.83 (p < 0.01) for the new guidewire. Agreement among experts was 0.699 (p < 0.01), while among trainees it was 0.822 (p < 0.01). When evaluating subgroups, intra-class correlation coefficients for trainees evaluating the gold standard was 0.877 (p < 0.01), trainees evaluating the new guidewire was 0.865 (p < 0.01), experts evaluating the gold standard was 0.795 (p < 0.01), and experts evaluating the guidewire was 0.843 (p < 0.001). These high rates of agreement are confirmed through the Bland-Altman plot comparing novice and expert raters (Fig. 4) . This figure displays the rates of agreement among observers falling within an 
Discussion
We found that our novel guidewire instrument has a high agreement reliability in comparison with the gold standard Olympus calibration device. This high agreement reliability is maintained for both expert and novice raters. In addition, no patients demonstrated any complications during the measurement procedures in this sample. These results are important in that the gold standard Olympus device is not only expensive, but of difficult acquisition in developing countries. Our novel device should therefore increase access to this measurement procedure.
In an attempt to avoid weight regain, reducing the diameter of a dilated anastomosis may lead to a reduction of up to 23% in weight [10] . Most studies will recommend a 20 mm diameter, although diameters as small as 12 mm have been proposed [11] . Despite this growing body of evidence regarding the importance of the anastomosis diameter, the literature can be challenged if the measurement process has not been properly validated.
Our results are clinically relevant to clinical practice since approximately 20-30% of all bariatric patients regain weight, many of these being addressed through an endoscopic procedure [12, 13] . The precision in these procedures is essential, in that an anastomosis with a diameter smaller than 5 mm would prevent patients from digesting liquids, a diameter smaller than 10 mm would prevent patients from digesting solid food, while diameters greater than 14 mm are associated with weight regain [11, 14] . The margin for error is therefore small, thus requiring not only measurement precision but also a high degree of reliability across measurements. In addition, it is important for clinicians to communicate with patients so that they can be informed about the current status of their procedure, but also participate in decisions that will affect their ability to eat and drink [15, 16] . In addition, this novel device increases access to this measurement method in countries where the traditional device is either difficult to find or expensive to incorporate into clinical practice.
Although we propose a new and inexpensive and reliable method for measuring dilation, our study does have limitations. First, we evaluated the reliability of videos rather than conducted new endoscopic procedures. While conducting procedures on the same patient by different endoscopists would enhance our methodology, this methodology would pose risks and discomfort to our patients, and was therefore avoided. Second, our sample was small and restricted to a single center. Future studies should therefore further validate our results with more representative samples.
In summary, our study presents a novel, simple, safe, accurate and inexpensive method to measure the outlet diameter. These findings are relevant in that the gold standard Olympus calibration device is not only of difficult access in a number of countries, but also expensive. Given that we have demonstrated equivalent measurement reliability between the Olympus device and our new guidewire, both with experienced endoscopists and trainees, we recommend its use in clinical and research practice.
